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Abstract: Digital holographic microscopy is the state of the art quantitative phase imaging of 
micro-objects including living cells. It is an ideal tool to image and quantify cell thickness 
profiles with nanometer thickness resolution. Digital holographic techniques usually are 
implemented using a two-beam setup that may be bulky and may not be field portable. Self-
referencing techniques provide compact geometry but suffer from a reduction of the field of 
view. Here, we discuss the development of a wavefront division digital holographic 
microscope providing the full field of view with a compact system. The proposed approach 
uses a wavefront division module consisting of two lenses. The developed microscope is 
tested experimentally by measuring the physical and mechanical properties of red blood cells. 
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement 
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1. Introduction 

Quantification of morphology of living cells is important from the point of view of their 
comparison, identification and characterization. Bright filed microscopy has limitations, since 
it provides only the intensity profile of the object and hence the morphological information is 
lost [1]. Usually cells have low absorption coefficient in the visible regime and hence produce 
only low contrast images, making the use of contrast enhancing agents necessary. High 
contrast images of low absorbing objects can be obtained by recording the phase of the light 
beam interacting with the object (object beam) as an intensity profile [2-3]. If the phase 
information of the object beam can be quantified, it leads to quantitative phase imaging, 
which can provide high contrast object images as well as its morphology [4]. 

Digital holographic microscopy is the state of the art quantitative phase imaging technique 
used for quantitative imaging of living cells [4–25]. It is an ideal tool to image and quantify 
cell thickness profile with nanometer thickness resolution. Digital holographic techniques 
require the superposition of the beam interacting with the object and a background reference 
beam and are usually implemented using two beam setup employing Mach-Zehnder 
interferometer [5–15]. The two beam setup requires many optical elements and precise 
alignment, which may be bulky and not field portable. Common path techniques which 
convert a portion of the object beam into a reference wavefront provide a temporally stable 
setup, while providing the same image quality of Mach-Zehnder configuration [15–22]. But 
these techniques require specialized optical elements for the creation of reference wavefront. 
Self-referencing techniques which use a portion of the object beam as the reference use only 
few optical elements making compact geometries possible [14, 22–25]. But this geometry 
suffers from reduction of field of view and the reference wave might contain some object 
information. To overcome these issues, here we describe a wavefront division digital 
holographic interferometer using two lenses, which provides the full field of view and image 
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quality of Mach-Zehnder microscope, while maintaining the compact structure of self-
referencing techniques. The proposed approach uses a wavefront division module consisting 
of two lenses and does not require any specialized optical component. The developed 
microscope is tested experimentally by measuring the physical and mechanical properties of 
red blood cells from their reconstructed thickness profile and its temporal variation. 

2. Two lens wavefront division digital holographic microscope (WD-DHM) 

In wavefront division, two coherent sources are generated by dividing the wavefront 
originating from a common source, by employing mirrors, biprisms or even lenses. This class 
of interference essentially requires a narrow slit source or a point source. Figure 1(a) shows 
the schematic of wavefront division digital holographic microscope (WD-DHM) employed 
for quantitative phase contrast imaging. 

 

Fig. 1. (a) Wavefront division digital holographic microscope. (b) Wavefront division module. 
(c) Conversion of incident laser beam into object and reference wavefronts. 

In the present case, two lenses, 6mm in focal length and diameter providing a numerical 
aperture of approximately 0.4, kept side by side (4mm gap between the lenses) on a platform 
(3D printed) acts as the wavefront division module (Fig. 1(b)). The expanding beam from a 
laser diode module (un-collimated) working at 635nm (output power<2mW) trans-illuminates 
the object. The sample is kept under the lens L1 (Fig. 1(c)), which magnifies the object and 
the wavefront after lens L1 acts as the object wavefront. The remaining unperturbed portion 
of the initial expanding wavefront, passes through the second lens L2 and creates a separate 
reference wavefront of the same curvature as the object wavefront. The object and the 
reference wavefronts interfere at the imaging sensor generating interference patterns or 
holograms (Fig. 1(c)). These holograms were recorded by a CCD array (768 × 1024 pixels, 
monochrome, 8-bit, 4.65μm pixel pitch) kept at the image plane of lens L1, and hence no 
numerical propagation is needed. At the sensor plane the computed magnification of the 
system was 32 × . Recorded holograms were numerically reconstructed using angular 
spectrum propagation diffraction integral [9, 12–15]. For each set of object holograms 
(holograms recorded with the object in the field of view) a reference hologram (with the 
medium surrounding the object in the field of view) was recorded. The reconstructed 
holograms provide the complex amplitude distribution of the object wavefront at the 
hologram plane. The phase obtained without object in the field of view was subtracted from 
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the phase obtained with the object in the field of view, nullifying phase due to aberrations in 
the system, bringing out the object quantitative phase image [9, 12–15, 20,21, 25]. This phase 
difference (Δφ) is related to the object thickness distribution (h) through the constant average 
refractive indices of the object (nO) and the surrounding medium (nR) through [12–15] 

 ( ) ( ) ( )2
, , , , .O Rx y t n n h x y t

πφ
λ

Δ = −  (1) 

where λ is the vacuum wavelength of the laser source. If the refractive index of the object and 
the surrounding medium is unknown Eq. (1) provides the optical thickness distribution. 

3. Microscope calibration 

The developed microscope was calibrated by performing a set of experiments on polystyrene 
microspheres of 6μm diameter (refractive index = 1.56) immersed in microscope oil 
(refractive index 1.52). Object and reference holograms were recorded for phase comparison. 
Phase difference obtained after numerical reconstruction and phase subtraction was 
thresholded by the mean of background phase to reduce noise so as to bring out the object 
phase information (Fig. 2(a)). This phase can be plugged into Eq. (1) along with the refractive 
index values of the object and the immersion oil to compute the object thickness profile 
(polystyrene microspheres) as shown in Fig. 2(b). The cross-sectional thickness profile of the 
polystyrene sphere is shown in Fig. 2(c). The diameter measured from the phase profile was 
5.92 ± 0.41μm which is very close to the manufacturer specified values of 6.0 ± 0.3μm. This 
indicates that the proposed technique provides accurate thickness reconstruction of 
transparent phase objects. 

 

Fig. 2. (a) Quantitative phase image of the polystyrene microspheres obtained after 
thresholding the phase map. (b) Reconstructed thickness profile of the microsphere obtained 
by plugging the quantitative phase information shown in Fig. 2(a) into Eq. (1). (c) Cross-
sectional thickness profile of the polystyrene microspheres along the line shown in Fig. 2(a). 

4. Quantitative imaging of red blood cells 

The same microscope was then used for three dimensional imaging of human red blood cells. 
For this thin blood smears were made on a microscope slide and placed under lens L1 of the 
microscope. Figure 3(a) shows the recorded hologram in the case of human red blood cells. 
The region of interest shows the detailed view of the interference fringes. In the case of red 
blood cells also the reconstruction plane was the hologram plane and hence the 
reconstructions required just the Fourier analysis of the interference fringes. Figure 3(b) 
shows the reconstructed intensity pattern of the red blood cells. Quantitative phase image 
obtained after phase subtraction is shown in Fig. 3(c). This is used to calculate the thickness 
profile of the cells. The computed thickness profile of the cells using refractive indices of 
1.42 for the cell and 1.34 for the plasma [26] is shown in Fig. 3(d), which clearly shows the 
expected doughnut profile of red blood cells. 
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Fig. 3. (a) Recorded hologram of human red blood cells. (b) Reconstructed intensity pattern of 
the human red blood cells. (c) Quantitative phase image (d). Thickness profile of blood cells 
inside the region of interest shown in Fig. 3(c). 

The common path nature of technique makes it temporally stable. This aspect also makes 
it an attractive tool for imaging and quantification of nanometer level thickness fluctuations 
of cells. Temporal stability of the microscope was measured by recording a time series of 
holograms at the rate of 25Hz for 10s, without any sample present in the field of view. The 
mean of the standard deviation of path length change for 10000 random space points was 
computed to be 0.68nm. With the sample (a microscope slide) present in the field of view, the 
value for average of pathlength fluctuation was 0.89nm, which defines the temporal stability 
of the system. The increase in the pathlength fluctuation is due to the vibrations of the 
microscope slide. Mechanical parameters (amplitude and frequency of thickness fluctuation) 
of red blood cells in thin blood smears were measured using the microscope from a time 
series of holograms. Amplitude (Fig. 4(a)) of thickness fluctuation is found from the standard 
deviation of the time varying thickness and the peak frequency (Fig. 4(b)) of the cell 
fluctuation was obtained by Fourier analysis of time varying thickness profile. 

WD-DHM provides a host of cell parameters based on the cell morphology including 
thickness, diameter, volume, surface area, surface area to volume ratio, sphericity, thickness 
fluctuation and frequency of thickness fluctuations. These parameters can be used for cell 
characterization and identification. Reconstructed thickness distributions were used to 
compute the cell parameters. The cells were automatically identified by thresholding the 
thickness distribution with mean of the background thickness. Figure 5 shows some of the 
computed red blood cell parameters. Each distribution is constructed using red blood cells 
from multiple field of views. A total of 2114 red blood cells were used in the computations 
and the obtained cell parameter values are close to those reported in literature [7]. 
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Fig. 4. (a) Thickness fluctuation of red blood cells. (b) Peak frequency of thickness fluctuation. 
Inset shows three dimensional rendering of the amplitude of thickness fluctuation as well as its 
frequency for the cell inside the rectangle. 

Fig. 5. Computed cell parameter distributions. (a) Mean cell thickness. (b) Cell volume. (c) 
Surface Area to Volume ratio. 

5. Conclusions

The developed technique is compact and does not require any specialized optical component 
to generate a separate reference wavefront and provides the same image quality and field of 
view of a more complex Mach-Zehnder interferometer based microscope. One of the 
advantages of this setup is its common path geometry which provides high temporal stability 
making it a potential tool to image and quantify cell thickness fluctuations. Since both the 
lenses in the wavefront division module have the same focal length, curvature matching of 
object and reference wavefronts occur at the detector plane leading to creation of linear fringe 
system, which can be easily quantified by Fourier fringe analysis. Similar clear aperture sizes 
of the two lenses lead to equal light fluxes for object and reference wavefronts providing high 
contrast fringes. In the case of blood cells, the device can act as a compact hematology 
analyzer. A compact, low cost, field portable version of the microscope is presently being 
constructed using laser diode modules, DVD pickup lenses, and webcam arrays. This 
approach will be used for field trials and remote cell analysis and identification. 
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